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DEVELOPMENT OF THE SPEECH RECEPTION TEST 

Earlecn Elkins, Ph.D., and G. Donald Causey, Ph.D., University of Maryland, and 
^ Jean Roberts, Division of Health Examination Statistics, NCHS 

INTRODUCTION BACKGROUND 



The "hearing component of the Health and 
r Nutrition Examination Survey in 1974-75 was 

designed to 6btain data on the discrimination 
ability for speech sounds and the relationship of 
this ability to pure-tone air-conduction hearing 
thresholds ajnong adults. These data, which vvill 
have been obtained for the first time vvdth stand- 
ardized methods on a national probability sam- 
■ple of civilian noninstitutionalized adults 25-74 
, years of age in the United States, will make it 
possible to assess objectively the functional im- 
plications of hearing impairment in the adult 
population. Prior to the start- of the Health and 
Nutritibn* Examination Survey there was general 
agreement that one or more measures ejnploying 
speech stimuli 'are necessary to quantify an in- 
' dividual's ability to understand suprathreshold 
speech.^ Recent -||^earch has shown the extent 
to which specific types of hearing loss affect the 
intelligibility of speech 4nd that amplification 
(such as with hearing aids) does miL-iieStare full 
discrimination when there is sensorineural loss.^ 
: This new speech reception test provides an 

objective instrument, not previously available, 
for the determination within a short period of 
time of the ability of adults to hear and under- 
stand everyday conversational speech. This de- 
velopmental study further provides some indica- 
tion of the limitation and precision of this type 
of sifrvey measurement in comparison with 
* longer clinical tests of speech discrimination. 



The ad /loc'advisory committee for the heai;- 
ing component of the examination had reconj- 
mended for use in -speech discrimination testing 
the -Revised Central Institute for the Deaf 
(RCID) Sentences, that had been developed by a 
working group of the Committee on Hearing and 
Bioacoustics (CHABA) of the National Research 
Council. The RCID Sentences, while not yet on 
a suitable recording, were recommended as pro- 
viding a better indication of functional hearing 
impai'rment Within the^time limits .available for 
this conjponent of the examination thsin was 
possible with the test material cornmercially 
available, 

. Recorded materials for speech discrimina- 
tion testing, then commercially available, con- 
sisted of lists of 50 monosyllabic words. Those 
developed at the Harvard Psychoacoustic Lab- 
oratory, known as PB-50 lists,? were compiled 
with strict adherence to phonetic composition. 
Later, Hirsh and his associates at the Central In- 
st! tujte for the Deaf* recorded four 50-word lists 
compiled with primary emphasis on a restricted 
range of word familiarity. These recordings are 
known as the \V-22 lists. A considerable number 
of research projects have employed these two 
recordings and speech discrimination- ability has 
been clinically assessed with them. No test or set 
Qf tests has been generally recognized as accept- 
able to replace the W-22 and PB-50 commercial 
recordings which are m6re than 20 years old. 
Rerecording and adaptation, including shorten- 
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ing of these tests, Would also have been neces- 
sdXy for use in the national survey. 

Dr. Hallowell Davis, of the Central Institute 
for the Deaf, made the lists of RCID Sentences 
and developmental matetiaFs from CHABA avail- 
able to the Division of Health Examination Sta- 
tistics, to have adapted for their use. 

Under* contract witik the Division of Health 
Examination Statis^cs, Dr. G. Donald Causey 
and Dr. Earleen Elkms, University of Maryland, 
recorded the RCID Sentences and developed the . 
speech discrimination test used in th^ Health 
and .Nutrition Examination Survey during 
lbt74-75. Their methods, findings, and the re- 
sultant test based on the RCID Sentences, are 
described in this report. ^ 

• DEVELOPMENT OF 
TEST MATE RIAUS 

Description ©f Stimuli 

> The RCID Sentences supplied by Davis con- 
sisted of 10 lists'of 10 sentences each. The fol- 
lowing criteria were employed by the working 
group. of CHABA in the development of these 
< lists: 

Vocabulary appropriate to adults. 

' Words that appear with high frequency in one or 
more of the well-known word counts of the English 
language. 

Exclusion of proper names and proper nouns. 

Free use of common nonslang idioms and construc- 
tions. 

f . 

Avoidance of phonetic loading and tongue. twisting. 

High redundancy. 

Low level of abstraction. 

Grammatical structure that varies freely.^ 

Each list of 10 sentences contains 50 key 
» words so that a discrimination' score based on 2 
percentage points per key word may be ob- 
tained. These sentence lists were an attempt to 
provide speech discrimination stimuli within a 
construct more closely associated ^th every day 
spejsch. 



Talker 

A 24-year-old 'male, determined, by a P|gel 
of hearing and speech scientists to hav^ normal 
speech «in» relation to fundamental frequency, 
articulation, general American dialect, rate, and 
prosodic features, was selected as the talker. He 
was unsophisticated with regard to monitored 
live-voice technique for aildtometric testing, but 
was extensively trained in the technique prior to 
the final 'recording session. This procedure in- 
volved the monitoring of his vocal output on the 
carrier phrase of the item and allowing the stim- 
uli to "occur naturally within the sentence, i.e., 
the level within each sentence varied as the 
speech power of its component tounds >varied. 
The carrier phrase p/ovided a reference level 
around which the elements of the stimulus oc- 
curred in their natural speech power relation- 
ships. The carrier phrase also served to prepare 
the listener for the oncoming' test item during 
actual test presentation. 

The voice monitoring was accomplished with 

the phrase **Number " The talker maintained 

opTrmaLneedle deflection on the first syllable of 
**number^^^^d ^on_the first or* only syllable of 
the digits 1 through Tllr^-'^--^^^ 

All RCID Sentence stimuli were, recorded 
during one session in an effort to minimize day-^ 
to-day vocal variability of^ the talker. When a 
stimulus sentence was judged unacceptal)le, it 
was repeated immedia^Ly or at the end of a list 
and subsequently spliced into correct order. 

The timing of each item was regelated by an 
automatic device which triggered a light every 
6.5 seconds to alert the talker. This permitted an^ 
average response tim^ of 5 seconds which had 
been found adequate in a preliminary study of 
men from ages 38 to 78, years. 

Recording Equipment . . 

The RCID Sentence recordings were made in 
an anechoic chamber (Industrial Acoustics Com- 
pany, Inc.-IAC) with inside dimensions of 7 
feet by 7 feet by 7 feet. Four microphones 
(Bruel &'Kjaer, Type 4131) and cathode fol- 
lowers (Bruel & Kjaer, Type 2619) were 
mounted in free air within the chamber. Micro- 
phone No. 1 was 24 inches'from th^ 'talker's lips 
at a 30*^ angle to the right of Center; midrophone , 
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Figure 1-1. Schematic diagranrj of recording-equipment and its placement. 



No. 3 was ] meter from the talker's lips at a 20 
angle also" on the right side j microphone No. 4 
was placed as No. 1 but on the left side; and 
microphone No. 2 was placed as No. 3 but 
on the left. All microphones were at a 90 angle 
of incidence with respect to' the talker's lips (fig- 
ures M and 1-2). 

Outside of the chamber, each microphone 
complement was electrically coupled to its re- 
spective power supply (Bruel & Kjaer, Type 
2801) and fed to a separate amplifier and- single- 
channel of two magnetic !/2-inch tape recorders 
(Scully, Type 1280). The outside channels oof a 
triple-head tape assembly were employed to 
minimize-thc possibility of clfQss-talk /see figure 
M). . - ■ 
. " The talker visually monitored his voc^ out- 
put on a rms (root-mean-square) a«dio-voltmeter 
(Bruel & Kjaer, Type 2410). A talkback system 
permitted communication between the chamber 
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Figure 1-2. Diagram of tajker, examiner, and microphones In 
« recording chamber. > 



and recording technicians. An investigator was 
present in the chamber with the talker to aid in 
monitoring and in timing. 

The record gain of each channel was ad- 
justed to a -7 dB (decibel) re zero VU (volume 
units) level to avoid saturatiorJ(during peak vocal 
output. All recording was done on low-noise tape 
(Scotch Brand, Type 208) at l\h inches per sec- 
ond (ips)'. The signal-to-no'ise ratio exceeded 50 
dB. V 

Tape Assembly Procedures , 

A group of hearing and speech scientists 
judged the recording on channel 3 as "sounding 

• the most natural." All further procedures w^re 
accomplished with this recording. Half-inch tape 
copies were made of the master recording. This 
first generation tape was then spliced for the 
appropriate stimuli, and leader tape was inserted 

, between items to ensure equal intervals of re- 
sponse time. 

Tracings of the stimuli of ^ach list were 
made on a graphic level recorder (General Radio, 
Type 1521-B) at 20 ips writing speed in order 
that the average level of the peaks could be cal- 
culated. A lOOO-Hertz (Hz) ton? generated by 
an oscillator (Hewlett-Packard, Model 200 AB) 
was placed at ike beginning of each list at the 
avei^ige peak level to be* used as a calibration 
tone in administration of the test lists. A second 
generation !4-inch tape (Scotch Brand, Type 
208) was then made for experimental purposes. 

Verification of Stimuli 

To determine that each stimulus was the in- 
tended one, the 10 lists were presented sound 
field to 16 normal hearing college students in a 
semi 'Sound-treated classroom. The ambient 
noise lev^el was 60 dB Sound Pressure Level 
(SPL) as measured on the C-scale of a sound- 
level meter (Brujel & Kjaer, Type 2205) 15 feet 
in front of the speaker. The level of the 1000 Hz 
calibration tone at the beginning of each list was 
adjusted to obtain a 65 dB SPI* reading on the 
same meter. All lists v/ere presented at this level 

' for the inftial session. 

Listeners were seated in front of the speaker 

^ at a distance of- 5 to 25 feet. They were in» 
structed to write the entire sentence on prepared 
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answer sheets. Ample time was provided after 
each sentence for the write-down task. 'jVo days 
later, the same 16 listeners performed the same 
task again, sitting in the^same positidn^relative to 
the speaker as they had for the initi^ session. 
Two changes in procedure were madey First, the 
level ofnhe 1000 Hz calibration tone was ad- 
justed to 60 dB SPL on the sound«|^vel meter, 
and second, the order of list presotitation was 
changed. Each session took 1 hour/and 10 min- 
utes. F.ollowing the second session^, the listen- 
were asked to write their reactic/ns to both the 
task and stimulus. material, - / 

The results from both sessij6*ns were marked 
foiythe number of correct ke^^ word responses. 
None cff the listeners had more than one error 
per list, nor' were any of the errors consistent 
among listeners. It was concluded|that the lists 
all contained the correct stimuli and were not 
different from each other when perceived by 
normal-heariijg listeners at a comfortable listen- 
ing level. 

The reactions of the listener/were directed 
toward *the repetitive and boru<g nature of the 
task andi fatigue from writing responses. Com- 
ments about the stimulus mzuerial were few, and 
those listeners reported tliat the content did not 
^ affect them one-way or aiiother. 

Quality of Recording / ^ 

The quality of/^*taped copy(^of this master 
recording of th^RCID Sentences^ was analyzed 
by Mr. Edward/D. Burnett, Physicist, Sound Sec- 
tion, National Bureau of Standards. 

His repJort shows the broad-band noise to be 
47 dB below the reference tone (Which is -9 dB 
re 0 VU) when the tapes are played with a full 
track head. This is '4 dB better than predicte^d 
for a fourth generation tape. The type 208 tape 
is well suited for this application. The reference 
tone indicates the peak levels as measured at the 
^ 20 inches/second writing speed of a graphic level 
recorder. The instantaneous peaks, as observed 
on an oscilloscope, are at least 15 dB higher. The 
speech waveform, is highly asymmetrical as is 
common for male speech. The level. of the signal 
on the tape is well chosen. 

, The reference tone does not show any appre- 
ciable second-order distortion which indicates 
that the bias waveform^ was symmetrical and no 
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heads were magnetized. No indications of over- 
load distortion were found. The lower frequency 
limit is 100 Hz which, is a characteristic of the 
speaker's voice, .Components up to 14,000 Hz 
were detected, which indicates that heads were 
in ^ood alignment, * ^ 



PILOT ST UD^ 



Prior 'to the experimental study, 10 normal- 
hearing subjects with normal otological histories 
were utilized to determine the method and sen- 
sation l.evels necessary to obtain performance-in- 
tensity functions for the** RCID Sentences. The 
criterion for normal hearing was a pure-tone 
threshold of 10 dB or Ic^s (ANSI> 1969) at 
250, 500^ 750, 1000, 1500, 2000, 3000, 4000, 
and eOOO-m. 

The experimental task was performed with 
the subject seated in the antchoic chamber de- , 
scribed earlier. The test material, reproduced by 
a tape recorder (Scully, T^e 280), was chan- 
neled through a speech audiometer (Gras©n- 
Stadler, Model 162) to ^ne earphone of a set 
(Telephonies, TDR-39 in MXr41/AR cushions). 
The same earphone was used throughout the 
tests. Tfie JOOO Hz calibration tones on the RCID 
tape were used to establish 0 dB sound pressure 
level (Sl^L) on the speecM audiometer. Periodic 
calibration checks were made of the equipment 
throughout the period oT data collection. 

Prior to the test session, subjects *were told 
by the examiner that they would hear lists of 
sentences at different signal levels and were, to 
repeat all or any of the 'sentence. The give -back 

^ method of response was chosen as a rgfi^lt of the 
stimuli verification study and the time factor. 
, Subjects also! received the instructions, pre re- 

- corded on tape, which* consisted of: 

You will heir ten sentences, each preceded by ^ 
• number. Please listen carefully and repeat only the 
sentence. ' \ ^ » 

A systematized randomization of the lists 
' was employed so that each list was presented an 
equal number of^ times at the same SPL across 
-subjects. The firstyfive subjects in the pilot study 
received two sentences at each level beginning at 
34. dB SPL and decreasing in 2 dB steps. All 



subjects repeated the first two sentences cor- 
rectly. The descending method of presentation 
proceeded in 2 dB, steps to 16 dB SPL. At this 
level ^1 subjects were unable to respond to any 
portion of the sentences. The remaining eight 
lists were then presented at sound pressure levels 
of 18, 20, 22,-24, 26, 28, 30, and 32 dB in an 
ascending fashion. The examiner recorded all re- 
sponses, including substitetions, dn an answer 
sheet containing the appropriate list stinnili. All 
five subjects obtained 0 percent correct at 18 dB 
SPL and lOD percent correcf*at 32 dJB SPL. 

The next five subjects were drained by the 
same descending method with two lists, but re- 
ceived the following eight 'lists in a descending 
tnode starting at 32 dB SPL and endin^t l^TdB 
SPL. The percentages of correct responses^^yere 
similar to those obtained with the ascending 
method^ however, these subjects reported a gen- 
eral frustration with 4Keir inability to make cor- 
rect responses as the signal was attenuated. Dur- 
ing the performance of this task, four of the five 
subjects verbally responded to each stimulus 
that they could not identify ^completely with a 
phrase similar to **I can't make it out." 

Based' on the results and subjective evalua-"" 
tions of the task, two lists were used for training 
the s^ubject and the remaining eight lists for ob- 
taining ^articulation-gaiji functions by an ascend- 
ing method. ^ ' - ' 



BJECTS 



STUDY 
NORMAL-HEA 

Subjects and Method 

One hundred college students— 7 males »and 
93 females between -the ages of 18 and 25 years- 
were selected for participation in this experi- 
ment. Each wa^ /questioned about his otological 
histdVy and screened audiometrically as in the 
pilot study. Only those with normal otological 
history and audiometric test results were- se- 
'lected for this part of the study. All testing was 
done monaur ally , and an^ equal number of stu- 
dents were tested in the right and in the Icftjpar. 
Verbal instructions were given to each subject^as 
in the pilot study, and thcy^alio received the re- 
corded instructions (at 50 dB SPL) prior to ejich 
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list, A systematized presentation of the lists was 

employed so that each list was presented an equal 

number of times as, training lists and test lists at ** 

the same signal level across subjects. Using the 

equipment described earlier, each subject re- 

.ceived the stimuli of the first two lists' to ac- 

',custom them to the task. Four sentences were 

presented at 34 dB SPL and two sentences each 

at 32, 30, 28, 26, 24, 22, 20; and 18 dB SPL. 

Each of the remaining eight lists were presented 

in full at each jyesentation level, beginning with ^ 

18 dB SPL and increasing in 2 dB increments to 

32 dB SPL- All resp6nses were made verbally 

and rfecorded by the examiner in the manner 

described earlier. The percentage of correct key 

words was calculated for each list. The test-ses-^ 

sion took 35 minutes. \ 
f 

Findingis* 

i- Table 1 summarizes the data obtained >vith 
100 normal-hearing subjects combined across 
lists. Each list was heard by 10 subjects at each 
presentation level. The performance-intensity 
function derived from these data is- shown in 
figure 2. This curve has the characteristic config- 
uration -.of traditional performance-intensity 
functions derived from monosyllabic stimuli in 
that it exhibits a linear function which reaches a 
plateau at, higher sensation levels. The lower seg- 
ment of the curve is* linear and has a slope of 
iO-percent increase in correct responses per deci- 
bel increase in presentation level. This linear seg- 
ment terminates at about 24 dB SPL, where dis- 
^crimination scores aire about 76 percent. The 



Tablet. Mean, standard deviation, and standard error of the 
mean obtained with 10 lists of RCID Sentences from 100 
normai-heanng subjects at 8 presentation levels 



Presentation 
level 
(dBSPL) 


Me^n 


StandaftI 
deviation 


J 

Standard 
error of 
mean 


) 

18dB 


16.66 


17.46 


1.74 




36.78 


24.68 


2.47 


22 dB 


58.12 - 


23.27 


2.33 


24 dB..: 


75.94 


20.24 


2.02 


26 dB.., 


87.24 


14.85 


1.49 




94.62 


7.36 


-^0.74 


30 dB 


97.90 


3.90 


0.39 


32jiB^7f..^. ....f. 


98^0 


2.07 


0.21 
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Figure 2. Performance-intensity functions derived from mMn 
discrimiruition scores on the RCID Sentence Lists by 100 
normal-hearing and 55 impaired-hearing subjects. 

upper portion of the function progresses in a 
curvilinear manner until it approaches asymp- 
tosis, and almost perfect discrimination of 99 
percent is achieved at 32 dB SPL. 

The measures of score ^variability, as indi- 
cated by the standard deviations in table 1, also 
compare favorably v^th the literature on mono- 
syllabic discrimination. Excluding tKe variability 
among scores at 18 dB SPL, "where the range of 
Scores is« truncated at zero, the variability was 
found to be large within the linear portions of 
the function. Variability decreased pj'ogressively 
as the signal intensity increiised to the point 
where almost perfect responses were made. The 
variability present at the highest presentation 
level probably reflects the subjects' random er- 
rors due to physiological factors or lack of atten- 
tion. 

As an indication of subject consistency, 
Pearson correlation coefficierTts were calculated 
to determine the relationship between indi- 
viduals' scores at the different levels of presenta- 
tion. The- coeffi*cients sho\j/n in^able 2 reveal, 
that scores obtained under presentation levels 
adjacent to one another show higher correlations 
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^Tabie 2. Pearson correlation coefficient from 100 normal-hearing subjects' scores on 10 lists of F^ClD Sentences at 8 presentation levels 



"PresentatiohTevertd&^SPty- 



(dB SPL) 


20 


22 






28 


30 


— ; 

32 


28 dB 


*.629 


1.570 
1.613 


1.451 

i-:6ii 

1 .656 


1.450 
1.451 
1.520 
1.610 


1.331 

1.387 

1.45^ 

1.568- 

1.656' 


,1.57 
1.202 
* " .098 
1.266 
1.301 
1.521 


.181 
,.141 
1.212 

.137 

.096 
..185 

.235 








/ 



1 Significant difference fxom zero at .05 level. 



than scores obtained under levels 4 to 12 dB 
apart. This trend would be expected in view of 
the influence of signal intensity differences. 
Each column or row follovJs a togical decrease in 
the size of the correlation coefficient as the sig- 
nal intensity difference increases. The general 
progression of decreasing coefficients as the 
presentation levels increase probably reflects the 
truncating effects when scores beyond 100 per- 
cent cannot be obtained. These data indicate that 
subjects maintained systematic relationships 
among themselves at different souiid pressure 
levels. 

In an effort to .evaluate interlist equivalency,- 
the scores of 10 subjects for each of the 10 list» 
A through J at each presentation level were 
diail^ -from the data described above. The re- 
^ts are shown in table 3. It is apparent from 
these data that at the lower levels, particularly 
those identifTed in the linear portioij of the 
curve for 100 subjects (through 24 dB SPL), the 
mean and staridard deviation values are quite dif- 
ferent. Generally, there is a range of 30 percent 
from the lowest to the highest mean at these 
levels. Not until the scores reach 90 percent or 
better, do the mean and standard deviation 
values appear similar. Tests for significant differ- 
ences among means revealed th^t the lists were 
different through 28 dB SPL. The means df the- 
1^0 lists were not significantly different (.05 level 
of confidence) at 30 and 32 dB SPL. 



STUDY AMONG 
SENSORIIMEURAL-HEARING- 
IMPAIRED SUBJECTS , 

Subjects 

Fifty-five male military veterans served as 
subjects for this part of the study. The^age range 
was ^2 to 63 y-ears with a mean age of 45 years. 
It was the iiltent of this part of tfie study to 
gather data on all patients seen at the Audiolbgy ^ 
and Speech Pathology Section of the Veterans 
Administration Hospital, Washington, D.C. who- 
showed^ any degree of sensorineural hearing im- 
pairment. Consequently, no rigid criteria for 
subject selection were required. Speech recep- 
tiort thresholds (SRT) could be as low as 2 dB 
above hearing threshold level (HTL) Syad pure- 
tone air conduction thresholds could be vvithin 
normal range with a drop of 25 dB HTL at only 
one test frequency. The group mecin SRT for the 
test ears ,was 17 dB.. Generally, the audiometric 
configurations of the test ears were character- 
ized by normal hearing dn the loweY frequencies 
with precipitous losses at various octaves abov^ 
1000 Hz. Thirty-one percent of the test popula- 
tion had a flat or* gradually sloping configura- 
' tion. The remaining subjects showed a drop of at 
least 25 dB starting at the following ffequencies: 
16. percent at 1500 Hz, 13 percent at 2000 Hz, 
35 percent at 3000 Hz, and 5 percent at 4000 
Hz. 
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T^le 3. Mean, standard deviation, and standard error of the mean obtained on each of 10 li$|s of RCID Sentences from 10 normal- 

hearing subjects at 8 presentation levels 







Presentation level 
• (dSSPUV 




List of RCID Sentences 


A 


8 


C 


D 


E 


» 

F 


G 


H 




J 


lodo 






s 


















5.20 
6.55 
2.07 


17.80 
18.17 
5.75 


26.00 
2t.46 
6.79 


27.80 
21.18 
6.70 


8.00 
8.59 
2.72 


12.00 
15.06 
4.77 


27.60 
20.39 
6.45 


5.20 
7.^1 
2.41 


19.20 
16.23 
5.14 


17.80 
16.04 


Standard error 




5.08 


20 do ^ • 
























*>o An 
09.40 

27.57 

8.73 


44.60 
27.78 
> 8.79 


37.20 
31.00 
9.81 


48.40 
23.64 
7.48 


37.20 
22.37 
7.08 


18.00 
12.58 
3.98 


44.20 
30.13 
9.54 


25.60 
19.97 
6.32 


. 22.80 
15.67 
4.96 


46.60 
20.16 


Standard error 


f 


6.38 


72 d8 
























64.80 
22.37 
7.08 


72.60 
. 23.04 
, 7.29 


67.80 
22.91 
7.25 


55.00 
25.94 
8.21 


41s60 
20.08 
6.35 


55.20 
24.93 
7.89 


64.40 
16.97 
5.37 


43.00 
21.61 
^ 6.84 


67.00 
23.84 
7.59 


49(80 
A37 


Standard deviation 

Standard error .'. 




4.55 


24 d8 
























75.60 
13.98 
4.42 


90.20 
'10.81 
3.42 


89.80 
8.87 
2.81 


76.40 
18.52 
5.86^ 


62.60 
24.33 
7.70 


59.40 
24.73 
7.83 


^88.00 
9.57 
3:03 


60.00 
23.87 
7.55 


77.60 

I'T.sa 

5.48 


79.00 
13:57 
4.29 




26 d8 










• 














6.26 
1.98 


93.00 
8.18 
2.59 


96.09 
4.52 
1.43 


9^20 
3.05 
0.97 


71,60 
15.85 
5.02 


77.20 
24.66 
7.80 


88.60 
8.17 
2.59 


85.80 
^21.15 
6.69 


87.80 
11.72 
3.71 


84.80 
12.83. 
- 4.06 


Standard deviation 

Standard error 


28 dB 






















Standard Aviation 
Standard error 


Oc An 
1.74 


99.00 
2.16 
0.68 


98.80 
1.69 
0.54 


97.20 
3.55 
1.12 


94.00 
' 8.93 
2.19 


'90.00 
9.61 
3.04 


93.20 
■ «.34 
2.64 


90.80 
6.27' 
1.98 


96.20 
9.26 
2.93 


92.20 
10.52 
3.33 


30 d8 






















Standard error , 


95.40 
9.05 

2.m 


99.80' 
0.63 
0.20 


98.40 
2.70 
0.85 


98.20 
1.75' 
0.55 


98.40 
2.46. 
0.78 


98.00 
2.98 
0.94 


97.20 
2.86 
t 0,91 


97.20" 
3.68 
1.17 


97.80, 
3.71 
1.17 


98.60 
3.78 
1.20 


32 d8 ' 






















Standard deviation 


99.60 
0.84' 
0.27 


99.00 
. 2.16 
0.68 


99.40 
- 0.97 
0.31 


98.80'- 
2.15 
0.68 


'97.40 
3.78 
1.20 


98.00 
2.67 
0.84 


. 9^.40 
0.97 
0.31 


98.60 
1.65 
0.52, 


99.60 
0.84 
0.27 


98.20 
2.20 
0.7J) 



Following an otological examination, bilater- 
al pure-tone thresholds by air and bone conduc- 
tion were obtained for each subject. "Only those 
who* had an air-bone gap of 10 dB or less were, 
retained for further testing. This consisted of a 
deteiTnination of their SRT's and discrimination 
scores on recorded W-22 lists.^ Performance of 



the 55 male veterans selected as subjects for 
this part of the study on air and*bone conduc- 
tion hearing tests and on' the W-22 lists are sum- 
marized by age in the appendix. Among this study 
group, the degree of negative association be- 
tween theiV scores on the* W-22 v^ord lists and 
their air-conduction hearing level at 1000 Hz 
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(-0.59) is simUai^ to that with their speech recep- 
tion threshold* (-0.61), i.e., those with lower or 
better hearing levels attain hig her W-22 sco res or 
hear more words correctly. ' 

Method 

The ear with the better SRT was then 
chosen for the monaural RCID Sentence testing. 
If the SRT's for both ears were the same, the ear 
with which the subject had obtained the highest 
W-22 speech discrimination score was selected. 

The task was performed with iUc subject 
seated in one room of an lAC testing suite. The 
test material, reproduced by a tape recorder 
(Scully, Type 280), was channeled through a 
speech audiometer (Grason-Stadler, Model 162) 
tp one earphone of a set of phones (Telephonies, 
TDH 49-1 OZ in MX-41/AR cushions). The same 
earphone was used throughout. The 1000 Hz 
calibration tones on the RCID tape were used to 
establish O VU output level on the VU meter of 
the speech audiometer. Periodic calibration 
checks were made of the equipment during the 
period of data collection. 

Prior to the test session, subjects were told 
by* the examiner that they would hear lists of^ 
sentences. at different si^al levels and were to 
repeat' all or any of the sentences. Subjects also 
received the prerecorded instructions on the test 
tape. A' systematized presentjition of the lists 
was employed so that each list w^as presented a 
given number of times as training lists and test 
lists at the same sensation level across subjects. 
The reference level for presentj^tion was the SRT 
of the subject's test ear. For the training por- 
tion, two sentences were presented at each of 
the following sensation . lc\ els (SL's):. 16, 14, 
12, 10, 8, 6, 4, 2, D, -2 dB. The rcn^aining 

\ eighth lists were presented in full, beginning with 
>.0,or +2 dB SL and increasing in 2 dB Increments 

.;^t^ '14. or 1 6 dB SL. After data on 20 subjects 
had been obtained, some variation in the initial 

N sensation level was instigated in order to' explore 
the performance .intensity function below 0 dB 
*^SL and above 16 dB SL. All responses were 
ma^e verbally and recorded by the' examiner in 
the manner described in the study among the 
qormal-hearing group. The percentage of cprrirt 
keywords was calculated for each list* The |est* 
session took 36 minutes. <- ' . 



Findings 

Table 4 summarizes the data obtained from 
&5-subjects with sensorineural losses. The num- 
ber *of subjects for which the data at any sensa- 
tion level were obtained is indicated Jn the last 
column. The performance-ir^tenslty function 
derived from these data is shown in figure 2 with 
the performance-infensity function obtained 
from 100 normal-hearing subjects. The curve for 
sensorineural subjects exhibit^ the linear func- 
tion which appears to terminate at about 8 dB 
SL, where subje<:ts gave 74 percent correct re- 
sponses. The slope of jhis portion of the curve 
rises at a rate of about 5 percent increase per 
decibel increase in intensity. The upptr portion 
of the function tends toward curvilinearity and 
docs not approach asymptosis. 
- The variability of the discrimination scores 
about the mean values, as shown by the standard 
deviations in table 4, indicates the large amount 
of heterogeneity among the ipipaired-hearing 
subjects. It is also important to 6bserve that this 
large variability is maintained from the lower 
sensation levels up to 1'4 dB.SL. A gradual 'de- 
crease in subject variability is then observed but 
a pattern is not apparent. Standar<J errors of the 
mean indicate that in, other populations with 
similar sensorineural losses, one would expect 
about two-thirds of :he mean discrimina1;ion 
scores to be plus or minus two key wordi 



Table 4 Mean, standard deviation, and standard error pf the 
mean obtained with 10 listslof RCID Sentences ai ^2 sen- 
sation leveh for the 55 subjects with sensorineuraij 
imp>airments, and the number contributing to each. mear?. 



ij hearing 



Sensation 
level 



-4d8. 
-2 d8. 
Od8.. 
2d8.. 
4d8.. 
6d8.. 
8d8. 
10d8 
12d8 
14dB 
16dB 
18 dB 



Mean 



14.33 
10.89 
30.56 
35.27 
49.26 
58.65 
73.62 
77.82 
85.47 
86.77 
93.53 
95.50 



Standard 
deviation 



24.21 
10.30 
28.59 
2€f.10 
28.58 
32.13 
24.20 
23.70 
15.09 
20.15 
. 8.62 
4.50 



Standard 
error of 
the mean 



9.88 

3.43 

5.72 

5.13 

4.83 

5.51 

3.98 

4.13 

2.76' 

3.95 

2.09* 

1.59 



Nurr^b^r of 
subjects 
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INTER LIST 
' EQUIVALENCY STUDY ^ 

In order to control the effect of variable 
levels of stimuli presentation, another study w^as 
conducted to 'evaluate interlist equivalency- 
assessing the* same subject under different exper- 
imental conditions. There would be need in 
the Heilth Examination Survey for sentence 
lists- that jcould be used interchangeably, since 
different ' listsi of 10 sentences must be avail- 
able for use at ^acy successive 10 dB inten- 
sity level at which the test needed to be pre- 
sented. The presentation was to be continued, 
until the examinee was no longer able to hear 
enough of the speech test to pass. 



Subjects 

Subjects for this experiment were Xvft 
ly male military veterans with normal or im- 
paired hearing. Their ages ranged from 2o to 69 
years, with a mean age of 45.7 yearc/The sub- 
jects weije divided i/ito two gj^ups of 10 
each. Group 1 had speech recepxion thresholds 
(SRT's) in the test ear rangingftrom 2 to 24 dB 
with a mean of 9.4 dB. Their lower pure tone 
averages (PTA's), usuallvawo frequencies (500 
and 1000 Hz), ranged, trom 2 to 30 dB with a 
mean of 10.2 dB. GV6up 2 had SRT's from 0 to 
34 dB and a me^of 15.2 dB. The lower PTA 
for these subjects went from 0 to 37 dB with a 
mean of 16.4 do. 

No restrictions with respect to degree, type, 
or presence of hearing impairment were placed 
on subject selection. Five of the subjects could 
be- classified as normal, two had mixed impair- 
ments, and the remainder had sensorineural im- 
pairments. All but thrpe of the subjects had 
W-22 discrimination scores of 90 percent or bet- 
ter in the test ear. 

Following ajfi otological examination, bilater- 
al pure-1;one thresholds by air and bone conduc- 
tion were obtained for each'' subject as well as 
speech reception thresholds and discrimination 
scores on recorded W-22 lists. The test ear was 
chosen on the basis of ^ the Jower PTA of the 
better ear for monaural testing wdth the RCID 
sentence lists. 



Method ^ ' 

' The experim^tal task was performed with 
the subject seated in one r6om of an lAC testing^ 
suite. The test material, 'reproduced by a tap^ 
recorder (Scully, ^^^''^ ^230'), was chamKfled 
through an audiomefe'r (Allison, Mod^F42) to 
ene earphofie^ of a set (Telephofiics, TDH 
39-lOZ in MX-41/AR cushiphs)^tr^he same ear- 
phone was used throughoujxtne'test. The 1000 
HZ calibration tones ojKthe RCID tagc were 
used to establish 0/<m the VU meter of the' 
audiometer. 

Prior- to Ac test session, -subjects were told, 
by the exaimner that they* would hear lists of 
sentenc^^''^^ at a comfortable louHn,ess level and 
were^ repeat all or any of the sentences. Sub- 
jepts also received the prerecorded instructions 
5n the test tape. A Systematized presentation of 
the lists was employed so th^t subjects in Group" 
1 or 2 each heard a different order of the^sen- 
tence^lists. The reference level for presentation 
was the lo^er PTA of the subjects' better ear. 
Group 1 heard all 10 li^ts at 10 dB SL and 
Group 2 heard all 10 lists at 20 dB SL..No train- 
ing lists were administered because all stimuli 
wer&v presented at a comfortable -loudness level 
and lany learning factor would be counterbal- 
ance^ by the randomization of the lists. All re- 
sponses were made verbally and recorded by the 
examiner in the manner described earlier. The 
percentage of correct keywords was then calcu- 
lated for each list. The test session took about 
35 minutes. 

'■' \ 

Findings 

Table 5 describes the performance of both 
groups/jpf subjects separately and combined on* 
the 10 RCID sentence lists. The mean correct 
responses for Group 1 ranged from 88.8 percent 
for list E to 98.2 percent for list I. The scores of 
Group 1 were statistically evaluated by analysis 
of variance. Statistical significance was shown 
for the main effect of lists (F=2.67; df=9,90; 
p<0.05). Subseqiient comparisons by Duncan's 
Multiple Range* of the mean scores for 10 lists 
showed that list E was significantly (p<0.05) 
lower than all of the remaining lists with the 



10 



ERLC 



i7 



exception of lists F and H. There w?hre no signifi- 
cant differences among the means of the nine ^ 
lists*, except for list E. . • 

The scores of Group 2 were also evaluated 
by analysis of variance and no statistical signifi 

Table 5. M«an, stan^rd deviation, and standard error of the ' 
mean obtained on RCIO Sentence lists by 10 subjects 
at 10 dB SL and 10 subjects ar 20 dB' SL. and by both 
groups combined. ^ 



— ' J 






Ground 1 


rCiD Sentences 


at 10 


at 20 


and 2 




dBSL 


dBSL 


combined 


Ust A 






• 




Q7 A 




oo 1 

90. 1 




1.744 


2:373 


2.198 




0.552 


0.752 


0.492 


ust o 












on fi 

90.0 




Standard deviation 


2.857 


2.040 


2.675 




. 0.904 


0.645 


0.599 


MSt L 












Qfi O 


Q7 O 


Stindard deviaton 


3.842 


2.272 


3.397 


1.216 


0.719 


0.760 


US| U 










96.0 


97.6 


96.8 






J. ODD 






0.849 


1.125 


0.746 


Ust E 


• 








88.8 


99.4 ^ 


94.1 




9.474 


1.281 


8.813 




2.998 


6.405 


1.972 


Ust F 










93.0 


96.4 


94.7 


Standard deviation 


6.768 


5.499 


6.562 




2.142 


1 .740 


1.468 


UstG 










9^.2 


97.8 


97.0 




5.016 


2.600 


4.180 




1.587 


0.823 


0.935 


UstH 


^ f 








93.6 


96.6 


95t1 




7.526 


5.142 


6.789 




2.382 


1.627 


1.5,19 


Ust 1 










98.2 


97.6 ' 


- 97.9 




2.088 


2.154 


2.142 




0.661 


0.682 


0.479 ^ 


Ust J 










97.2 


95.8 ' 


9^.5 




4.490 


5.173 


5:021 




, 1.421 


1.637 


1.^23 
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cance was shown (F=0.94; df=^9,90; p>0.05). 
The scpres from the two groups were similar at 
the 10 and 20 dB SL's, and the F-test for homo- 
geneity- of variance (Hartley's) was performed on 
the , data to determine the feasibility of combin- 
ing the data into one group with an N of 20. The 
results of the F-test indicated that the variance 
due to experimental error within each of the 
treatment populations ,was homogeneous 
(F=2.22;df=2,9;p>0.05). ; * 

' Finally, an analysis of variance performed on 
Groups 1 and 2 combined, indicated no signifi- 
cant differences among the scores on the 10 sen- 
tence lists (F=1.66; .df=9,190; p>0.0'5). The 
largest mean difference for Groups 1 and 2 com- 
bined is between Lists A and E,and constitutes^ 
only 4 percent of two keywor'Ss. 



DlSCUSSfOlVf' 

Normal Hearing * \ 

Several factors probably contribute to t|ie 
large differences among means and the wide van- 
ability among scores at levels from ^18 dB^to 2§ 
dB SPL. One consideration would be the lack of 
homogeneity among sentence items, due to the 
linguistic consticiints imposed- by possible word 
sequences.^ Quantification of sentence stimuli 
for the measurement of discrimination ability 
has not received much investigation, and some 
of those who have worked 'in this area fe^l that 
sentence stimuli are, "very complicated" and 're- 
quire further study.^ 

Another factor which undoubtedly contri- 
buted to the observed differences amorjg lists is^ 
related to the experimental method. It has been 
noted that all subjects heard the li^ts s^t specified 
levels re 0.0002 microbar, and though fhey, had 

^een screened for normal-hearing, it is 'generally 
agreed among audiologists* that there is marked 
variability in sensitivity among persons meeting 

. the normal-hearing criteria. The level which may 
have been the threshold of detectability or in- 
telligibility for on^ subje^£^Gould. easily have 
been displaced plus or mini^s'^s^ver^ decibels for 
another subject, piis" consideration is simply 
anqther way of viewing the marked variability 
among subjects. However, as the data across all 

I It 



10 lists for the entire grjDup of 100 subjects Jndi- 
xates, mea,3ures of a group of tests arc more 
stable than measures for a single test. 

Xhe perf prman(SlWntensity function for 
normal-hearing sujDjec^s fs characjteristic qf func- 
tibns obtained ' with ^ monosyllabic stimuli in 
that it contains a linear portion which reaches a 
plateau at highef .signal Intensities. The linear 
portioa has a slope ofi 10' percent increase in 
score per decibel increase in presentation level. 
This linear segment temtinates at a level of 
about 24 dB SPL, where discrimination scores 
approximate ^6 percent. Asymptosis occurs at a 
level of 30 dB'SPL> 

For normal hearing subjects, these findings 
would indicate that all 10 lists of the RCID Sen- 
tences may be used interchangeably for obtain- 
ing maximum discrimination scores frorp 
normal-hearing persons, provided the signal level 
under earphone presentation is at least 36 dB 
SPL. 

^ 

Hearing Impaired; 

^Cpmparison of findings among the normal- 
hearing and impaired-hearing populations show 
marked differences. First, the slope of the linear 
portion of the curve for the impaired-hearing 
subjects was more gradual-approximately 5 per- 
cent per decibel compared to 10 percent per 
decibel for the normal-hearing subjects. The lin- 
ear portion for both groups of subjects termina- 
ted where approximately 76 percent cQrrect re- 
sponses were obtaine(J. But this occj^rred at a 
sensation level of 4 dB for normals arid 8 dB for 
the impaired listener. / 

The second difference between the two 
groups' of sv^bjects may be observed where the 
nonlihear portion of the per^brmance-intensity 
function approached saturation. The normal 
group attained this Idvel, at/32 <1B SPL and the 
impaired group did not achieve a plateau at the 
sensation levels employed for this study. 

The third difference, oet ween the normal and 
impaired-hearii^g subj^ts is reflected in the sub- 
ject variability |Withi^ each group. As indicated 
by tlie standard deviations, the normal-hearing 
group had less vai;iability throughout the sensa- 
tion levels examined than the impaired-hearing 
group. This wc^ld indicate that the impaired 



group was more heterogeneous in the speech dis- 
crimination task than was the normal-hearing 
group. Also, the variability within the normal- 
hearing group decreased progressively as the^ sig- 
nal intensity increased to the point where almost 
perfect responses were made, but the same type 
of pattern of intersubjeCt variability w^ not^ 
maintained by the sensorineural group, 

Interlist Equivalency 

The findings from thh^tudvMndicate that 
the University of Maryland recordings of the 10 
RCID sentence lists ccMild be used interchimge* 
ably for the Health and Nutrition Examination 
Survey as a measure ojrthe extent of functional 
hearing impairtnent/for normal conversational 
levels of speech ip^he adult'population. The ais- 
crimination scares obtained from subjects m 
Group 1 at JlO dB above the PTA of the beu^ 
ear and scores obtained from subjects in Grouf 
2 at '20 above the PTA of the better es^r were\ 
statist^ally evaluated. As a>,result of score simi- 
larity' between the groups of subjects and a find- 
ing of homogeneous variances, the data frorrl 
Group's 1 and 2 were combined. 'No significant 
differences were found amoi^g any combination 
of the 10 means. The standard errors of the 
means indicate that with otherpopulations, one 
would expect about two-thirds of 'the discrimi- 
nation score^ to be within plus pr minus one or 
two keywords of the means ol^tained at 10 or 20 
dB sensation levels. Any real differences among 
the lists would He apparent only if the sensation 
levels of presentation were less than 10 dB and. 
representative of the linear portion gf a subject's 
perfornrance -in tensity function fpt' these ^mate- 
rials. ' * , 



SUMMARY 

These developmental 'studies demonstrate 
that the recordings of the RCID sentence lists} 
can readily be used as a discrimination test to 
separate listeners with normal hearing from"^ 
thpse with sensorineural losses. This new test, 
designed for use in the Health and Nutrition Ex- 
amination Survey of 1974*7'5, is capable of pro- 
viding a rapid assessment of hearing discrimina- 
tion ability for speech sounds. 
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APPENDIX 



HEARING CHARACTERISTICS OF THE SEN^RINEURAL 

, hearing-Impaired subjects in the study 



The extent of.hekring impairment for pure 
tone sound in air- andlbone-condux:tion, the sen- 
sation levels for speech reception, and the 
speech discrimination level as determined with 
the previously available \V-22 word lists for the 
55 sensQrineural;hearing-impaired subjects in 
this developmental study and the degree of asso- 
ciation between the W-22 discrimination scores 

Table I. Mean, standard deviation, and standaid error of the mean on 
the correiatjon between air-conduction levels and W-22 scores 



and the pure tone air-conducti(^n hearing levels 
for these 55 subjects are shown in Table L Thes(f 
data are included to give a, general ide^ of the 
extent of hearing impairment for these s.ubjects, 
although as previously stated no rigid criteria for 
thcir'Selection wcroi^sed since all were patier>ts in 
the Audiology and Speech Section of the Veter- 
ans Administration Hospital in Washington, D.C. 

air- and bone-conduction hearmg tests and the W-22 word lists and 
for the 55 subjects tJvith sensorineural hearing impairments. 





Number 


Air-^onductiori^ hearing levels (dB) 


Bdne-conduction hearing levels (dB) 


Speech test 


Age 


of 

SM^b^ects 


500 
Herfi 


1000 
Hertz 


2000 
Hertz 


4000 
Hertz 


Hertz' • 


1000 
Hertz 


Hertz 


,40d0 
^ Hertz 


W-22 
scores . 


SLre 
SRJ^ 


Number of subjects 


55 


55 


55 


55 


55 


15 


• ^ 
15 


21 


26 


<' 

55 


55 



All ages 
20-64 years.. 



20-29 years 

30-39 years 

40-49 years .% 

50-54 years.., 

55-64 years 



AM ages 
20-64 years..:.. 



20-29years.. 
30^9 years.. 
40-49 years.. 
50-54 years.. 
55-64 years.. 



All ages^ 
*20-64 years., 



20-29 years,. 
30-39 years.. 
40-49 years.. 
50-54 years.. 
5&64 years.. 



55 



8 
7 
12 
20 
8 



17.8 



11.7 
12.9 
19.2 
22.5 
14.4 



19.5 



12.5 
13.6 
17.9 
26.2 
17.5 



31.3 



^24.4 
^25.0 
25.0 
40.2 

20fs 



Mean values 



53.9s. 29.7 



5} .9 
57.1 
52.9 
463.5 
65.6 



15.0 
41.7 
132.9 
20.0 



29.7 



12.5 
38;3 
+35.0 
20.0 



36.7 



36.2 
32.5 
442.2 
28.8 



53.3 



42:5 

57.5 
45.0 
4-55.6 
463.8 



91.8 



90.5 
94.6 
94.8 
89.0 
9K8 



Standard deviation 



Standard error of mean 



1.89 



^3.48 

2.58 
4.88 
3.68 
-2.22 



2.33 



4.58 
2t58 
5.39 
4.58 
2.92 



2.87 



5.94* 
6.29 
6.54 
5.13 
4.02 



4.57 



7.04 
10.74 
5.04 
5.45 
7.33 



.4.55 



7.14 
7.71 ' 
2.35 



5.19 



3.56 



. 1.77^ 

11.18 
8.07 
7.08 



6.28 
9.44 

I? 



5.78 
7.\0 



2.4;X J 1.23 



- 10.18 
2.80 
4.39 
2.78 
5.26 



5.76 
2.39 
1.12 
2.95 
1.42 



40.9 



4r.2' 

40.9 

39.5 

42.3 

39.5 





14.03 


17.29 


21.33 


33.92 


' 1 7.60 


20.07 


16.30 


12.41 


9.09 

; 


8.13 


w ■ 
. . 


' 9.87 
6.84 
. 16.90 
16.47 
6.29 


J 2.99 
6.86 
18.66 
20.49 
8.26 


16.81 ' 
16.69 
22.63 
22.95 

: 11.37 


19.92 
28.36 
17.42 
24.35 
20.76 


12.35 
, 20.43 
4.08 


2.50 
. 19.35 
21 .38 
t2.25 


12.57 
18.87 
15.53 
14.19 


14.36 
5.60 

11.65 
8.35 

10.52 


16.31 
6.32 
3.88 
'13.18 
4.04 


6.24 
0.95 
4.55 
12.23 
2.18 



1.09 



2.20 
0.35 
1.32 
2.74' 
0.77 
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